[Anaphylactoid reactions with the use of ST-AN69 dialysers in patients taking ACE inhibitors].
Anaphylactoid reactions from blood contact with AN69 hemodialysis membrane in patients taking ACE inhibitors are well-known. Modified AN69 dialyzers (ST-AN69) were invented to create a membrane combining low thrombogenic properties with safety with ACE inhibitors. We report four patients taking ACE inhibitors that presented anaphylactoid reactions with ST-AN69.